Association between endoscopic pressure study integrated system (EPSIS) and high-resolution manometry

Authors
Yusuke Fujiyoshi1, Haruhiro Inoue1, Yuto Shimamura1, Mary Raina Angeli Fujiyoshi1, Enrique Rodriguez de Santiago2, Yohei Nishikawa1, Akiko Toshimori1, Mayo Tanabe1, Kazuya Sumi1, Masashi Ono1, Yugo Iwaya1, Haruo Ikeda1, Manabu Onimaru1

Institutions
1 Digestive Diseases Center, Showa University Koto Toyosu Hospital, Tokyo, Japan
2 Department of Gastroenterology and Hepatology, Hospital Universitario Ramón y Cajal, Universidad de Alcalá, Madrid, Spain; Instituto Ramón y Cajal de Investigación Sanitaria (IRYCIS), Madrid, Spain

submitted 17.7.2021
accepted after revision 21.12.2021

Bibliography
Endosc Int Open 2022; 10: E762–E768
DOI 10.1055/a-1790-6141
ISSN 2364-3722
© 2022. The Author(s).
This is an open access article published by Thieme under the terms of the Creative Commons Attribution-NonDerivative-NonCommercial License, permitting copying and reproduction so long as the original work is given appropriate credit. Contents may not be used for commercial purposes, or adapted, remixed, transformed or built upon. (https://creativecommons.org/licenses/by-nc-nd/4.0/)
Georg Thieme Verlag KG, Rüdigerstraße 14, 70469 Stuttgart, Germany

Corresponding author
Yusuke Fujiyoshi, MD, Digestive Diseases Center, Showa University Koto Toyosu Hospital, 5-1-38 Toyosu, Koto-ku, Tokyo 135-8577, Japan
Fax: +81-3-6204-6396
yusukefujiyoshi@yahoo.co.jp

ABSTRACT
Background and study aims The endoscopic pressure study integrated system (EPSIS), a novel diagnostic tool for gastroesophageal reflux disease (GERD), allows evaluation of the anti-reflux barrier using endoscopy by monitoring the intragastric pressure (IGP) during insufflation. In this study, we evaluated the association between EPSIS results and lower esophageal sphincter (LES) function measured by high-resolution manometry (HRM) to elucidate whether EPSIS can evaluate the LES function.

Patients and methods A retrospective, single-center study of patients with GERD symptoms who underwent endoscopy, pH-impedance monitoring, EPSIS, and HRM was conducted. The primary outcome was basal LES pressure and the secondary outcomes were end-respiratory LES pressure and integrated relaxation pressure (IRP). As EPSIS parameters, the following were measured: 1) pressure difference (mmHg), the difference between maximum and basal IGP; and 2) pressure gradient (mmHg/s), calculated by dividing pressure difference by the insufflating time. Pressure difference < 4.7 mmHg or pressure gradient < 0.07 mmHg/s was defined as an EPSIS GERD pattern.

Results Forty-seven patients (median age: 53 years, 37 female) were analyzed. Pressure difference and pressure gradient significantly correlated with basal LES pressure (ρ = 0.29; P = 0.04 and ρ = 0.29; P = 0.04). Patients with EPSIS GERD pattern showed significantly lower basal LES pressure [13.2 (4.8–26.6) vs 25.3 (10.4–66.7) mmHg, P = 0.002], lower end-respiratory LES pressure [8.5 (1.1–15.9) vs 15.5 (1.9–43.9) mmHg, P = 0.019] and lower IRP [5.9 (1.0–12.0) vs 9.8 (1.3–17.8) mmHg, P = 0.020].

Conclusions This study showed a close association between EPSIS results and LES pressures measured by HRM. This indicates that EPSIS can evaluate the LES function during endoscopy and endorse the role of EPSIS as a diagnostic tool for GERD.

Introduction
Gastroesophageal reflux disease (GERD) is a common gastrointestinal disorder wherein retrograde flow of gastric contents into the esophagus results in symptoms or complications [1]. The pathophysiological mechanisms involved include transient lower esophageal sphincter relations (TLESR), low lower esophageal sphincter (LES) pressure, swallow-associated LES relaxations, and straining during periods with low LES pressure [2–5].
The endoscopic pressure study integrated system (EPSIS) is a novel diagnostic tool for GERD. EPSIS allows evaluation of the anti-reflux barrier during endoscopy by monitoring the intragastric pressure (IGP) during stomach insufflation [6]. The relation between EPSIS and 24-hour pH-impedance monitoring, the gold standard for diagnosing GERD, has been previously reported by our group [6, 7]. EPSIS showed good accuracy in predicting acid reflux by calculating the maximum IGP and waveform pattern [6]. Subsequently, we found that the EPSIS pressure difference between the maximum IGP and baseline IGP had the best diagnostic accuracy, with an area under the curve of 0.87 [7]. Moreover, a close relationship also was reported between EPSIS and endoscopic findings of erosive esophagitis and Barrett’s esophagus (BE) [8].

Although these reports supported the usefulness of EPSIS as a device to evaluate the anti-reflux barrier of the esophagus, the association between EPSIS and high-resolution manometry (HRM) were unknown and it was not determined whether EPSIS can reflect on the LES function as an anti-reflux barrier. Therefore, in this study, we evaluated the association between EPSIS results and the LES function measured by HRM.

Patients and methods

This was a retrospective analysis of data collected prospectively at Showa University Koto Toyosu Hospital, Tokyo, Japan, between October 2018 and December 2020. Sixty-two consecutive patients experiencing typical GERD symptoms (heartburn with/without chest pain, belching or regurgitation) who underwent esophagogastroduodenoscopy (EGD), EPSIS, HRM, and 24-hour esophageal pH-impedance monitoring were included. Patients with primary esophageal motility disorders such as achalasia and a history of upper gastrointestinal surgery such as Nissen fundoplication, antireflux mucosectomy (ARMS) [9] or antireflux mucosal ablation (ARMA) [10] were excluded. The primary outcome was basal LES pressure and the secondary outcomes were end-respiratory LES pressure and integrated relaxation pressure (IRP). In our previous report that compared EPSIS results and 24-hour esophageal pH-impedance monitoring [7], some patients underwent HRM to rule out major esophageal motility disorders. A total of 23 patients from the previous report were included in the current study.

Procedure

HRM

An HRM system with unisensor catheter (Starlet, Starmedical Inc., Tokyo, Japan) was used. Patients fasted a minimum of 6 hours before the test. Patients were placed in the supine position and the catheter was inserted transnasally after applying lidocaine HCl 2% jelly to the nasal cavity. Catheter position was confirmed using deep inspirations. A baseline period of at least 4 hours was achieved using a CO2 insufflator (UCR; Olympus Corp.) and high flow tube (MAJ-1741; Olympus Corp.). Afterward, insertion of a through-the-scope catheter (PR-V235Q; Olympus Corp.) connected to an internal pressure measuring device (TR-W550, TR-TH08, AP-C35; Keyence, Osaka, Japan) into the stomach through the scope’s working channel was carried out (Fig. 1b). Prior to insertion of the catheter, stabilization of the scope in the upper lesser curvature of the stomach approximately 2 cm from the GEJ during retroflexed view was done (Fig. 1a). After confirming the position of the scope, the catheter was advanced through the channel and all excessive CO2 was suctioned. This is to ensure that there is minimal CO2 within the stomach prior to insufflating.

Subsequently, continuous insufflation of CO2 was done until triggering the carida opening by belching. Wave logger software (NR-500, Keyence) was applied to record IGP and its waveform (Video 1). The waveform was categorized into flat and uphill; the flat waveform was defined as IGP is not built up while insufflating CO2, the uphill waveform was defined as IGP is elevated and suddenly released just before the patients’ belch. Based on the IGP, following parameters were measured: 1) Basal IGP (mmHg); defined as the IGP at the time of initiating continuous CO2 insufflation after setting the scope and the catheter; 2) Maximum IGP (mmHg), defined as the IGP at the time of belching with continuous and excessive CO2 insufflation; 3) Insufflation v3.0 [11]. Although HRM and EPSIS were performed on the same day, all HRM procedures were carried out before performing EPSIS since EPSIS procedure requires sedation and stomach insufflation.

EPSIS

EPSIS procedures were performed after endoscopic assessment of erosive esophagitis and the gastroesophageal junction (GEJ) using high-definition endoscopes (GIF-H260Z/GIF-H290Z; Olympus Corp., Tokyo, Japan). To lessen discomfort caused by the distension of the stomach, all patients were placed in the left lateral position and sedated with intravenous propofol (1%/20 mL). A constant flow volume of approximately 1.5L/min was achieved using a CO2 insufflator (UCR; Olympus Corp.) and high flow tube (MAJ-1741; Olympus Corp.). Afterward, insertion of a through-the-scope catheter (PR-V235Q; Olympus Corp.) connected to an internal pressure measuring device (TR-W550, TR-TH08, AP-C35; Keyence, Osaka, Japan) into the stomach through the scope’s working channel was carried out (Fig. 1b). Prior to insertion of the catheter, stabilization of the scope in the upper lesser curvature of the stomach approximately 2 cm from the GEJ during retroflexed view was done (Fig. 1a). After confirming the position of the scope, the catheter was advanced through the channel and all excessive CO2 was suctioned. This is to ensure that there is minimal CO2 within the stomach prior to insufflating.

Subsequently, continuous insufflation of CO2 was done until triggering the carida opening by belching. Wave logger software (NR-500, Keyence) was applied to record IGP and its waveform (Video 1). The waveform was categorized into flat and uphill; the flat waveform was defined as IGP is not built up while insufflating CO2, the uphill waveform was defined as IGP is elevated and suddenly released just before the patients’ belch. Based on the IGP, following parameters were measured: 1) Basal IGP (mmHg); defined as the IGP at the time of initiating continuous CO2 insufflation after setting the scope and the catheter; 2) Maximum IGP (mmHg), defined as the IGP at the time of belching with continuous and excessive CO2 insufflation; 3) In-
sufflating time, the time required to reach maximum IGP from basal IGP (▶Fig.2). Based on these parameters, the following were calculated: 1) pressure difference (mmHg), defined as the difference between maximum IGP and basal IGP; 2) pressure gradient of the waveform (mmHg/s), calculated by dividing pressure difference by the insufflating time (▶Fig.2). To prevent the formation of a Mallory-Weiss tear, insufflation was discontinued if IGP reached 25 mmHg or at the discretion of the endoscopist after exceeding 20 mmHg. The cut off values of pressure difference and pressure gradient were based on our previous report [7]. Pressure difference of more than 4.7 mmHg and pressure gradient of more than 0.07 mmHg/s were defined as normal on EPSIS, which we named as “EPSIS normal pattern.” Pressure difference of less than 4.7 mmHg or pressure gradient of less than 0.07 mmHg/s were defined as abnormal on EPSIS, which we named as “EPSIS GERD pattern.”

Endoscopic assessment of GERD and hiatal hernia
Endoscopic assessment of GERD was performed with modified Los Angeles classification system [12, 13]. The assessment of the GEJ including hiatal hernia was performed with CO and SH scale [14]. The assessment was made in retroflex view under excessive and high-flow insufflation until the folds of the greater curvature flattened and when the maximum GEJ opening was observed. Cardiac Opening (CO), the diameter of the opening of the cardia (cm), and Sliding Hernia (SH), the length from the diaphragmatic crus to the squamocolumnar junction (cm), were measured based on the previous report [14].

pH-impedance monitoring
Twenty-four-hour esophageal pH-impedance monitoring (ZepHr, Sandhill Scientific, Inc., Colorado, United States) was performed to diagnose acid reflux. Proton-pump inhibitors or vonoprazan was suspended 7 days prior to the examination. Acid exposure time (AET) is defined as percentage of time with pH below 4 at the distal esophagus during 24-hour monitoring, and AET of more than 6% was considered to be definitively abnormal based on the 2018 Lyon Consensus [15].

Statistical analysis
The median and range were used for continuous variables. Frequency counts and percentage were used for categorical data. We used the Spearman’s rank correlation coefficient (ρ) to assess the correlation between EPSIS and HRM continuous variables. Differences between “flat waveform”/”uphill waveform” and “EPSIS normal pattern”/”EPSIS GERD pattern” were analyzed using a Chi-squared test or a Fisher’s exact test for categorical data, and the Mann-Whitney U test for comparing continuous data. All statistical analyses were conducted using JMP 15.0 (SAS Institute Inc., Cary, North Carolina, United States) and STATA 16.1 (Stata Corp, College Station, Texas, United States).

Ethical considerations
The study protocol adhered to the principles of the Declaration of Helsinki and was approved by the Institutional Review Board (IRB) of Showa University Koto Toyosu Hospital (IRB Registration No: 21T7002). Written informed consent for all procedures were obtained from all participants. In accordance with the IRB, individual informed consent for inclusion in this study was waived. The research outline was appropriately notified on the website of Showa University Koto Toyosu Hospital and an appropriate refusal opportunity was given for the use of medical record information.

Results
Study population
A total of 62 patients underwent EGD, EPSIS, HRM and pH-impedance monitoring during the study period. Of them, six patients with a history of prior upper gastrointestinal surgery and nine patients diagnosed with achalasia were excluded. A total of 47 patients with typical GERD symptoms were included in the analysis. Patients’ characteristics are summarized in ▶Table1.

EPSIS parameters and high-resolution manometry
First, we explored the correlation between EPSIS parameters (pressure difference and pressure gradient) and LES parameters in HRM (basal LES pressure, end-respiratory pressure and IRP). Pressure difference significantly correlated with basal LES pressure (p = 0.29; P = 0.04) and end-respiratory LES pressure (p =
Grade N
Flat waveform 15 (31.9 %)
End-respiratory LES pressure, mmHg, median
AET > 6 % 16 (33.0 %)
Grade C
Grade A
Grade M 38 (80.9 %)
AET, %, median (range)
Grade D
Uphill waveform 32 (68.1 %)
EPSIS Normal pattern 37 (78.7 %)
Basal LES pressure, mmHg, median (range) 21.2 (14.6–33.3)
Endoscopic findings
GERD (Modified Los Angeles Classification)
• Grade N 0 (0 %)
• Grade M 38 (80.9 %)
• Grade A 5 (10.6 %)
• Grade B 4 (8.5 %)
• Grade C 0 (0 %)
• Grade D 0 (0 %)
Cardiac opening, cm, median (range) 2 (1–5)
Sliding hernia, cm, median (range) 1 (0–3)
24 hours pH monitoring findings
• AET, %, median (range) 2.8 (0–67.3)
• AET > 6% 16 (33.0 %)
EPSIS findings
• Uphill waveform 32 (68.1 %)
• Flat waveform 15 (31.9 %)
Pressure difference >4.7, mmHg 37 (78.7 %)
Pressure gradient > 0.07, mmHg/s 39 (83.0 %)
EPSIS pattern
• EPSIS Normal pattern 37 (78.7 %)
• EPSIS GERD pattern 10 (21.3 %)
HRM findings
• Basal LES pressure, mmHg, median (range) 21.2 (4.8–66.7)
• End-respiratory LES pressure, mmHg, median (range) 13.8 (1.1–43.9)
• IRP, mmHg, median (range) 9.2 (1.0–17.8)

“EPSIS normal pattern” and “EPSIS GERD pattern”
Lastly, we tested whether “EPSIS normal pattern” and “EPSIS GERD pattern” were associated with LES pressures. Thirty-seven patients (78.7 %) were diagnosed with EPSIS normal pattern and 10 patients (21.3 %) were diagnosed with EPSIS GERD pattern. Compared to patients with EPSIS normal pattern, patients with EPSIS GERD pattern had significantly lower basal LES pressure [13.2 (4.8–26.6) vs 25.3 (10.4–66.7) mmHg, \( P=0.002 \)], lower end-respiratory LES pressure [8.5 (1.1–15.9) vs 15.5 (1.9–43.9) mmHg, \( P=0.019 \)], and lower IRP [5.9 (1.0–12.0) vs 9.8 (1.3–17.8) mmHg, \( P=0.020 \)].

**Discussion**
In this study, we assessed the link between EPSIS (which evaluates the anti-reflux barrier during endoscopy) and the LES function measured by HRM. Our results showed that EPSIS parameters correlated with LES pressures and endorse the role of EPSIS as a diagnostic tool for GERD from a pathophysiological perspective. Patients with flat waveform and EPSIS GERD pattern showed significantly lower basal and end-respiratory LES pressures.
EPSIS is a novel device to measure the IGP until triggering the cardia opening by belching during air insufflation. Previously, we reported that EPSIS findings correlated well with acid reflux measured by 24-hour pH-impedance monitoring [6]. In another study, we reported a close relationship between EPSIS findings and endoscopic erosive esophagitis and BE [8]. These results indicated the clinical ability of EPSIS to evaluate the anti-reflux barrier of the esophagus. Here, we found a significant relationship between EPSIS results and LES pressure in HRM, which suggests that the anti-reflux barrier assessed by EPSIS can indirectly estimate the LES function. Based on the available literature, patients with pathological acid reflux had significantly lower basal LES pressure and lower IRP [16]. Previous reports have also shown that patients with hiatal hernia [17] and GERD symptoms [18] had lower basal LES pressure. These facts show that the anti-reflux function of the esophagus can be partially evaluated by LES pressures. In addition, basal and end-respiratory LES pressure and IRP are reproducible and standardized parameters during HRM [11, 19], which is why we selected these parameters in this study.

By exploring the correlation between EPSIS parameters and LES parameters in HRM, we found that EPSIS pressure difference (Maximum IGP – Basal IGP) showed the closest correlation with basal and end-respiratory LES pressure, coinciding with our report that identified pressure difference as the most reliable parameter to predict abnormal acid reflux [7]. Interesting-

Table 1 Patient characteristics.

<table>
<thead>
<tr>
<th>Variables</th>
<th>N=47</th>
</tr>
</thead>
<tbody>
<tr>
<td>Age, years, median (range)</td>
<td>53 (18 – 88)</td>
</tr>
<tr>
<td>Female gender</td>
<td>37 (78.7 %)</td>
</tr>
<tr>
<td>BMI, kg/m², median (range)</td>
<td>21.2 (14.6–33.3)</td>
</tr>
<tr>
<td>Endoscopic findings</td>
<td></td>
</tr>
<tr>
<td>GERD (Modified Los Angeles Classification)</td>
<td></td>
</tr>
<tr>
<td>• Grade N</td>
<td>0 (0 %)</td>
</tr>
<tr>
<td>• Grade M</td>
<td>38 (80.9 %)</td>
</tr>
<tr>
<td>• Grade A</td>
<td>5 (10.6 %)</td>
</tr>
<tr>
<td>• Grade B</td>
<td>4 (8.5 %)</td>
</tr>
<tr>
<td>• Grade C</td>
<td>0 (0 %)</td>
</tr>
<tr>
<td>Cardiac opening, cm, median (range)</td>
<td>2 (1–5)</td>
</tr>
<tr>
<td>Sliding hernia, cm, median (range)</td>
<td>1 (0–3)</td>
</tr>
<tr>
<td>24 hours pH monitoring findings</td>
<td></td>
</tr>
<tr>
<td>• AET, %, median (range)</td>
<td>2.8 (0–67.3)</td>
</tr>
<tr>
<td>• AET &gt; 6%</td>
<td>16 (33.0 %)</td>
</tr>
<tr>
<td>EPSIS findings</td>
<td></td>
</tr>
<tr>
<td>• Uphill waveform</td>
<td>32 (68.1 %)</td>
</tr>
<tr>
<td>• Flat waveform</td>
<td>15 (31.9 %)</td>
</tr>
<tr>
<td>Pressure difference &gt;4.7, mmHg</td>
<td>37 (78.7 %)</td>
</tr>
<tr>
<td>Pressure gradient &gt; 0.07, mmHg/s</td>
<td>39 (83.0 %)</td>
</tr>
<tr>
<td>EPSIS pattern</td>
<td></td>
</tr>
<tr>
<td>• EPSIS Normal pattern</td>
<td>37 (78.7 %)</td>
</tr>
<tr>
<td>• EPSIS GERD pattern</td>
<td>10 (21.3 %)</td>
</tr>
<tr>
<td>HRM findings</td>
<td></td>
</tr>
<tr>
<td>• Basal LES pressure, mmHg, median (range)</td>
<td>21.2 (4.8–66.7)</td>
</tr>
<tr>
<td>• End-respiratory LES pressure, mmHg, median (range)</td>
<td>13.8 (1.1–43.9)</td>
</tr>
<tr>
<td>• IRP, mmHg, median (range)</td>
<td>9.2 (1.0–17.8)</td>
</tr>
</tbody>
</table>

EPSIS normal pattern is defined as pressure difference > 4.7 and pressure gradient > 0.07.
BMI, body mass index; AET, acid exposure time; EPSIS, endoscopic pressure study integrated system; GERD, gastroesophageal reflux disease; HRM, high-resolution manometry; LES, lower esophageal sphincter; IRP, integrated relaxation pressure

0.29; \( P=0.04 \), while pressure gradient significantly correlated with basal LES pressure (I = 0.29; \( P=0.04 \)). EPSIS parameters did not correlate with IRP (Table 2).

“Uphill waveform” and “flat waveform”
Additionally, we tested whether EPSIS “Uphill waveform” and “Flat waveform” were associated with LES pressures. Thirty-two patients (68.1 %) showed uphill waveform and 15 patients (31.9 %) showed flat waveform. Patients with flat waveform showed significantly lower basal LES pressure [14.6 (4.8–33.5) vs 25.0 (10.4–66.7) mmHg, \( P=0.019 \)] and lower end-respiratory LES pressure [9.2 (1.1–19.1) vs 15.5 (1.9–43.9) mmHg, \( P=0.023 \)]. Likewise, patients with flat waveform had a significantly larger cardiac opening [3 (1–5) vs 1 (1–3) cm, \( P=0.002 \)] and larger sliding hernia [2 (1–3) vs 1 (0–3) cm, \( P=0.001 \)], [median (range)] (Table 3).
ly, the association between EPSIS parameters and the IRP was weaker, possibly because the IRP provides information on the degree of GEJ relaxation during swallowing, rather than a parameter that reflects the basal LES competence [19].

When dividing the patients into EPSIS “flat waveform” and “uphill waveform”, patients with flat waveform showed significantly lower LES pressures. Similarly, when patients were divided into “EPSIS GERD pattern” and “EPSIS Normal pattern”, patients with EPSIS GERD pattern showed significantly lower LES pressures. Both the flat waveform and EPSIS GERD pattern respectively reflect the inability of the LES to retain the CO2 in the stomach, thus showing lower LES pressures. However, the decision of flat/uphill waveform could be sometimes subjective, therefore we characterized the waveform objectively using pressure gradient and pressure difference to describe the EPSIS results quantitatively [7]. Accordingly, we think that EPSIS GERD/Normal pattern is more suitable to describe EPSIS results [7].

Furthermore, EPSIS parameters showed a tendency to correlate with the size of cardiac opening and sliding hernia as endoscopic findings. The cardiac opening, which describes the size of esophageal hiatus made by diaphragmatic crura, and the degree of sliding hernia are the key anatomical changes of the anti-reflux barrier in GERD patients [14]. Considering that the previous reports showed that the size of cardiac opening and sliding hernia are correlated with acid reflux [14], and the results of the current study showed that the size of cardiac opening and sliding hernia correlate with EPSIS results, CO and SH scale [14] may be useful in predicting the LES function in GERD patients when only using endoscopy.

On a separate note, TLESR is the most important mechanism of GERD, and most of the acid reflux occur during TLESR [3–5]. TLESR, a mechanism of belching, is triggered by gastric distension caused by gas or meals [5,20,21]. EPSIS is a device to measure the IGP in triggering the cardia opening by belching during air insufflation. Therefore, we hypothesize that maximum IGP is thought to coincide with the threshold of IGP to cause TLESR by air insufflation, and could explain why the ability of EPSIS to predict acid reflux (AUC > 0.80) [7], which is defined by 24-hour pH-impedance monitoring, is beyond its correlation with LES pressure. However, in this study, we did not analyze TLESR. These can be detected by HRM, but most occur after meals and are, therefore, not detected by parameters ac-
In addition, we speculate that the reason why the correlation coefficient between EPSIS parameters and LES parameters in this study was weak \((\rho = 0.29; P=0.04)\) might be because we did not analyze TLESR. TLESR is mainly related to mild GERD, and low LES pressure is mainly related to severe GERD with free reflux [2]; however, the cohort in this study were mostly comprised of mild GERD patients. Further studies to investigate the correlation between TLESR and EPSIS results are expected.

Previously, manometry was necessary to evaluate the LES pressure, requiring an additional lengthy and invasive procedure. However, EPSIS is an easy device which can be performed during screening endoscopy within a few minutes. By using EPSIS, LES pressure can be easily predicted and this will be beneficial to diagnose GERD, including those without endoscopic erosive esophagitis.

Certain limitations should be recognized in this study. Sedation with propofol is used to reduce patient distress due to gastric dilatation when performing EPSIS. Although previous data suggest that propofol does not have a great impact on LES pressure [22], the sedation may affect the lower and upper esophageal sphincter contraction. In addition, the depth of the sedation may also affect the threshold of causing belching affecting the result of IGP. HRM, on the other hand, is performed without sedation. Another limitation is that the basal LES pressure in HRM is measured during resting, whereas maximum IGP in EPSIS is the maximum pressure during insufflation. In other words, EPSIS is a kind of “air sufflation tolerance test” to measure the anti-reflux barrier. In future studies, measuring the LES pressure by HRM just before TLESR occurs by insufflating air into the stomach and comparing it with the IGP in EPSIS are expected. Finally, this is a retrospective study with limited sample size. Due to the retrospective nature, we did not have data regarding detailed GERD symptoms or medication history which may affect LES pressure such as Ca-blockers or nitrates. Larger and more detailed studies, which may include healthy volunteers, are needed to clarify the relationship between EPSIS results and HRM, including newly proposed GEJ functional parameters such as the GEJ contractile integral [23, 24].

**Conclusions**

In summary, this study found a close relationship between EPSIS and LES pressures measured by HRM. Patients with flat waveform and EPSIS GERD pattern showed significantly lower basal LES pressure. These results indicate that EPSIS can evaluate the LES function during endoscopy and endorse the role of EPSIS as a diagnostic tool for GERD from a pathophysiological perspective.

**Acknowledgements**

The authors thank Mr. Tomohiro Joya, who supported the development of EPSIS from the technical aspect which greatly assisted this study.
Competing interests

Dr. Inoue is an advisor of Olympus Corporation and Top Corporation. He has also received educational grants from Olympus Corp., and Ta-ked Pharmaceutical Co.

References