
    
    

    
    

    

    
    
    
      
    
    zwr - das deutsche zahnärzteblatt


    
    
    
      
    
    130710



    

      

  
    	
          
            DE
          
        
	
          EN
        
	
        
          Home
        
      
	
        Products
        	
            
              Journals
            
          
	
            
              Books
            
          
	
            
              Book Series
            
          


        

      
	
        Service
        	
            
              Library Service
            
          


        

      
	
        Help
      
	
        
          Contact
        
      
	
        
          Portal
        
      


  

  
    
    
      
        ZWR - Das Deutsche Zahnärzteblatt
      
    

    

  
    
    
      
        
          Full-text search
        

      

      	Full-text search
	Author Search
	Title Search
	DOI Search
	Metadata Search


    

    
    
    
    
  




  

  
    


  



  	
	
	
	
	
	
        
          Journal
        
        	
                The journal was discontinued at the end of 2021.
              


      
	
        
          Authors
        
        	
                The journal was discontinued at the end of 2021.
              


      
	
          
            Subscription
          
          	
                  The journal was discontinued at the end of 2021.
                


        
	
        
        
        
          
        
          
            Job Board
            
          
        
          
        
          
        
        	
                Job Opportunities
              


      
	
        
        
        
          
        
          
            PharmaMarket
            
          
        
          
        
          
        
        	
                PharmaMarket
              


      





    	
        
        
        
        
        
        
          
          
            
              Not Logged In
            
             
              Login
            
            
              	
                  
                    
                      
                      
                      
                      
                        Username or e-mail address: 
                        
                      

                      
                        Password:
                        
                      

                      
                        
                      

                      Forgot Access Data?
                      
                        Register Now
                      
                      
                        OpenAthens/Shibboleth Login
                      
                    

                  
                


            

          
        
        

        

      
	
        
        
          Shopping Cart
        
        









        
        
      


  

  
    
      
    

    
    
      
    
    
    
    
    
    
    
    
    
      
        
          
        

      
    
  




      

      

      
        




  



  

  
    
    
      [image: ]
      
    

    
    
      
        
          
          
          
          
            Year (Archive)
            
              
                
                  2008
                

              

              	
                      
                      
                      
                      
                        2021
                      
                    
	
                      
                      
                      
                      
                        2020
                      
                    
	
                      
                      
                      
                      
                        2019
                      
                    
	
                      
                      
                      
                      
                        2018
                      
                    
	
                      
                      
                      
                      
                        2017
                      
                    
	
                      
                      
                      
                      
                        2016
                      
                    
	
                      
                      
                      
                      
                        2015
                      
                    
	
                      
                      
                      
                      
                        2014
                      
                    
	
                      
                      
                      
                      
                        2013
                      
                    
	
                      
                      
                      
                      
                        2012
                      
                    
	
                      
                      
                      
                      
                        2011
                      
                    
	
                      
                      
                      
                      
                        2010
                      
                    
	
                      
                      
                      
                      
                        2009
                      
                    
	
                      
                      
                      
                      
                        2008
                      
                    
	
                      
                      
                      
                      
                        2007
                      
                    
	
                      
                      
                      
                      
                        2006
                      
                    
	
                      
                      
                      
                      
                        2005
                      
                    
	
                      
                      
                      
                      
                        2004
                      
                    
	
                      
                      
                      
                      
                        2003
                      
                    


            

          

          
          
          
            Issues
            

          

        


        	
                Table of Contents
              
	
            
              
                Current Issue
              
            
          
	
              
                Free Sample Issue (01/02/2021)
              
            


      
    

    
    
      

  
  
    
      
      
    
    
      
        
        
      

    
  



    
    
    

    

    

    
        
      
        
      
        
      
        
      
        
      
        
      
        
      
        
      
        
      
        
          
            
          
          
          
        
      
    
      
    
      
        
          
  
          
            
          
  
          
            
              
              
                The journal was discontinued at the end of 2014.
              
            

            
              	
                      
                        

                        
                          Come and visit the journal "Zahnmedizin up2date"
                        

                       
                      
                    


            

          

        
      
    
      
    
      
        
          
            
              Related Books
            

            
              	
                      
                        

                        
                          Zahnmedizin
                        

                      
                    
	
                      
                        

                        
                          Zahnmedizin: Farbatlanten der Medizin
                        

                      
                    
	
                      
                        

                        
                          Acupuncture/TCM
                        

                      
                    
	
                      
                        

                        
                          Materia medica
                        

                      
                    
	
                      
                        

                        
                          Repertories
                        

                      
                    
	
                      
                        

                        
                          Health guide: teeth
                        

                      
                    


            

          

        
      
    
      
    
      
    
      
    
      
    
      
    
      
    
  

    
  

  
  
  






  
  

  
    

  
  
    
      
      
    
    
      
      
    
  



    


  

    

    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    
      
    

    
    
    

    
      
        
          Subscribe to RSS

          Please copy the URL and add it into your RSS Feed Reader.

          
          https://www.thieme-connect.de/rss/thieme/en/10.1055-s-00000112.xml
        

      

    

    

    

    
      
        [bookmark: saveLink]
      
    

    
      
        
      

      
        
      

      
        
          Share / Bookmark

          Facebook
          X
          Linkedin
          Weibo
        

      

    

    

    

    
      
          
              
          
      
    

    

    

    
      
        
        
          
          
          
        
      
    
  


  
    
      
        
          
            
              Download PDF
            
          
        
      

      
        
          
            
          
        
      

    

  

  

  
  
    
  
  




    
    
ZWR - Das Deutsche Zahnärzteblatt 2008; 117(10): 476-482
DOI: 10.1055/s-0028-1103370

Originalia

Neue Technologien


© Georg Thieme Verlag Stuttgart · New York
Genauigkeit von Hand–Radiometer–Messungen bei der Bestimmung der Emissionsleistung von Lichtpolymerisations–Geräten

Accuracy of Hand–held Dental Radiometers for the Determination of Power Output of Curing DevicesI. Busemann1
            , A. Schattenberg1
            , B. Willershausen1
            , C.–P. Ernst1
            

	
[bookmark: A100802-1]1Klinikum der Johannes–Gutenberg–Universität Mainz, Poliklinik für Zahnerhaltungskunde





Further Information


Publication History

Publication Date:
06 November 2008 (online)










Also available at[image: ]





	
Abstract

	
Full Text

	
References




 

[image: SFX Search]

 Buy Article Permissions and Reprints



[image: ]


        
Für die Gewährleistung einer ausreichenden Lichtemissions–Leistung von Lichtpolymerisations–Geräten ist eine regelmäßige Überprüfung von großer Bedeutung. Ziel der Untersuchung war es, festzustellen, inwieweit die mittleren Messergebnisse dreier Hand–Radiometer–Geräte von denen einer Ulbricht–Kugel abweichen. Hierzu wurde die Lichtemissions–Leistung diverser LED–Polymerisationsgeräte jeweils 6–mal mit 4 Radiometern gemessen. Das Demetron–LED–Radiometer lag zwar im Mittel (bzgl. aller Lichtgeräte) nur 1  % unter den mit der Ulbricht–Kugel gemessenen Werten, allerdings bei sehr starker Streuung (SD=17) der einzelnen Lichtgeräte und unter Berücksichtigung falsch positiver Messwerte. Überraschend war die Diskrepanz der Messergebnisse bei den beiden untersuchten Cure–Rite–Radiometern. Das ältere Cure Rite ergab im Mittel Messwerte, die 40  % (± 26) über den mit der Ulbricht–Kugel gemessenen Messwerten lagen, das neuere Gerät zeigte noch Abweichungen von 20  % (± 24). Die Ergebnisse verdeutlichen, dass die einzelnen Messgeräte in der Regel zu hohe, aber auch zum Teil zu niedrige Messwerte anzeigen und somit für einen direkten Vergleich unterschiedlicher Polymerisationsgeräte falsch interpretierbare Ergebnisse liefern können.


      
        
Regular use of radiometers by dentists is essential to ensure optimum quality of resin–based composite restaurations. The purpose of this study was to determine the accuracy of three commercially available, hand–held radiometers (Cure Rite, DENTSPLY #7172 and #7526) L.E.D. Radiometer, Kerr Demetron #79302660) in comparison to an Ulbricht–sphere (Gigahertz Optik GmbH, Puchheim). Therefore the median power density (mW/cm2) of six LED curing devices (Bluephase, Bluephase C8, Elipar FreeLight 2, Translux Power Blue, radii, Smartlite PS) was investigated six times for all four radiometers. The measured data of the L.E.D. Demetron radiometer were only 1  % below the data of the Ulbricht–sphere, but with a high standard deviation (SD=17) and significant individual falsely positive or falsely negative data. In addition, there was an unexpected discrepancy between the two investigated Cure Rite radiometers: the mean intensities measured by the older model (# 7172) showed mean data ranging 40  % (± 26) higher than the results, measured with the Ulbricht–sphere. The mean intensities measured by the new Cure Rite radiometer still ranged 20  % over the reference values obtained from the Ulbricht–sphere. The conclusion of the study was that the three hand–held radiometers mostly indicate falsely positive data, which might lead to an overestimation of the curing potential of the curing device tested.


        
Conventional type hand–held radiometers should not be used to compare the power output of different curing devices, as misinterpretations might occur.
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